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CWS-TC-8949 Patient Station Manage Bed Screen Display - Weight Delta Warning for bed with capture only at bedside - Show De:
Jaime Vaquera added a Comment

This test will fail with defect CWS-BUG-1092 for the Centrella

Re: @CWS-TC-8349

017 - B Mute Notifcations

Jaime Vaquera added a Comment

CWS-BUG-1092 is a close defect because this is a bed issue PG-2346 is the Jira item.

1200812017

CWS-PRISK-102 Cables extending from equipment (for example: call cords, pillow speakers, vents, etc.) - Show Description |
John Schroder added a Comment

Set initial likelihood to 1 based on rational statement

Re: @CWS-PRISK-102

1200172017 - 8 Mute Notifications
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